Capillary zone electrophoresis (CZE) is a sensitive and rapid technique used for determining traces of inorganic and organic anions in potable, natural, and wastewaters. Here, CZE with indirect UVdiode array detection (CZE-DAD) was employed with a background electrolyte system comprising of an Agilent Technologies proprietary basic anion buffer at pH 12.0 and a forensic anion detection method. The limits of detection (LOD) for this method ranged between 3 and 5 ppm and involved hydrodynamic injection of 50 mbar for 6 s with a negative polarity separation voltage of −30 kV at 30°C, a detection wavelength of 350 nm and indirect reference of 275 nm. Fourteen different anions were checked for in the water samples that were examined and included bromide, chloride, thiosulfate, nitrate, nitrite, sulfate, azide, carbonate, fluoride, arsenate, phosphate, acetate, lactate, and silicate. The water samples were collected from Northern New York towns and the Raquette River water system, the third longest river in New York State and the largest watershed of the central and western Adirondacks. The concentrations detected for these anions ranged from <5.0 ppm to 260 ppm.
Introduction
Clean water is vital for sustaining life. As demands on limited water resources continue to increase, new and efficient purification and detection methods are needed for water treatment, recovery and reuse. This is particularly important in the case of a natural disaster or chemical spills where untapped water sources including saltwater might become the only source of clean drinking water for millions of people. Our life is sustained by complex interactions of inorganic and organic substances. Nine essential inorganic ions play a
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substantial role in supporting and sustaining health and life including Na + , K + , Ca 2+ , Mg 2+ , H + , Cl − , HCO 3 − , PO 4 3− , and OH − , most of which are naturally found in our drinking water.
Other non-essential ions with no known biological functions can be harmful to humans and wildlife if present above certain concentrations including lead (Pb), aluminum (Al), arsenic (As), barium (Ba), beryllium (Be), cadmium (Cd), gold (Au), lithium (Li), mercury (Hg), nickel (Ni), silver (Ag), and strontium (Sr) [1] .
Although azide and lactate are not normally found in water, these compounds were added to the standards for additional possible detection. Azides are used in chemical industry as propellants and detonators and are precursors to amines [2] . Lactate is the conjugate base of lactic acid, which is used in topical preparations, cosmetics and detergents, found in milk products, and used as a food additive, among other uses [3] . Lactate could possibly be present in wastewater influent due to the usage and disposal by the general population as well as industry.
Separation of an aqueous mixture of analytes by capillary electrophoresis (CE) is achieved via the electrophoretic mobilities of each analyte, which depend on the charge-to-size ratio.
Typically, for successful anions separation, the normal cathode to anode direction of the electroosmotic flow (EOF) must be reversed [4] . A variety of cationic surfactants such as tetradecyltrimethylammonium bromide, tetraethylenepentaamine,1,6-bis-(trimethylammonium)hexane, and 1,3,5-benzenetricarboxylic acid have also been used to enhance separation [5, 6] . The cationic surfactants bind to the negatively charged wall of the capillary effectively creating a positively charged surfactant bi-layer and reversing the EOF direction. A negative voltage is then applied for analysis as both the EOF and the anions migrate in the same direction [4] .
Because many anions do not have chromophores, detection must be achieved using indirect UV detection methods whereby compounds that absorb in the UV region and have high mobility are added to a buffer solution referred to as the background electrolyte (BGE). Several examples of indirect UV detection being implemented in the detection of anions exist in literature [7] [8] [9] [10] [11] [12] [13] . In brief, a UV-absorbing solute of the same charge is added to the BGE and serves as the visualizing reagent. When solute ions migrate past the detector window, they are measured as negative peaks relative to the absorbing solute. By reversing the signal and reference wavelengths of the diode-array detector, a positive signal is obtained whereby the area of the peak generated is linearly related to the sample concentration [4] . The migration speed of the UV-absorbing ion must closely match that of the ion being detected otherwise the analyte peak shape is severely distorted resulting in poor sensitivity. Depending on the size of the anion, different low concentration additives generating low currents (i.e. 5-10 μA) have been used for optimal peak shape and sensitivity [4, 5, 14] . Alternatively, zwitterionic buffers such as TRIS are often used to prevent excessively noisy baselines due to increased joule heating in the capillary [4] .
The U.S. Environmental Protection Agency (EPA) has set regulations and parameters for various ions and compounds found in potable water [15] . Constituents existing in all natural waters include bicarbonate/carbonate, chloride, silicate and sulfate, but of these only chloride and sulfate are regulated by the EPA. Other regulated constituents found in water include arsenic/arsenate, bromide/bromate, fluoride, nitrite, nitrate, and phosphate, which arise from erosion and dissolution of minerals, ores and natural deposits, oxidative or other chemical reactions, agricultural and industrial run-off, sewage, or purposeful additions. Presence of regulated constituents in excess of the maximum contaminant levels (MCLs) can cause health issues including damage to major organs, cancer and/or mutations in DNA, diarrhea and dehydration, and various other effects depending on the constituent. Table 1 summarizes the tested anions/constituents that could be found in potable and natural water systems, EPAs regulation standard (if applicable), the possible sources or causes of the constituent, and the significance towards health of the constituent.
Capillary electrophoresis has been employed in recent years to examine ions in water and other media [7] [8] [9] [10] [11] [12] [13] [16] [17] [18] [19] [20] . Particular interest is in capillary zone electrophoresis (CZE), an attractive separation method based on mass to charge ratios and the differences in mobilities among the various ions. In the present work, CZE with indirect UV detection is used to determine the presence and concentration of various anions in water samples taken in the Northern New York area, primarily of the Raquette River water system, which is the third longest river in New York State and the largest watershed of the central and Western Adirondacks. The river system begins at Blue Mountain Lake, flows south to Raquette Lake, turns Northeast to Long Lake, heads North to Tupper Lake through the Adirondack Park before it finally empties into the St. Lawrence River, Northeast of Massena and borderline with Canada ( Figure 1 ). The Raquette River is one of the most popular, recreationally traveled and fished rivers of the Adirondack Park. Historically, every community along the River drew their drinking water from this river system; but due to changes the water quality of this watershed, only a handful of communities still draw their drinking water out of this source. 
Instrumentation
The capillary electrophoresis system used in this study is the Agilent G7100 with a UV-DAD (diode array detector) interfaced with ChemStation software for data acquisition (Agilent Technologies, Santa Clara, CA, USA). The separation capillary used was a standard bare fused silica from Agilent Technologies, measuring 112.5 cm total length, 104 cm effective length, and an internal diameter (id) of 50 μm. Baseline noise is markedly increased if a wider internal diameter capillary is used due to the high UV absorptivity of the buffer.
Procedures
Prior to first use, the capillary was flushed with running buffer/BGE for 30 min. Daily conditioning of capillary included 20 min flush of BGE. The capillary was conditioned between runs for 2 min using BGE from outlet Home vial and another 2 min of BGE from inlet Home vial. No sodium hydroxide was used in the conditioning of the capillary due to determined degradation of separation quality, reproducibility and performance with this application method [20] . Conditioning of the capillary at the end of the day involved 15 min ultra-pure water flush followed by 3 min air flush. The applied voltage was 30 kV negative polarity and the capillary cassette was kept at 30°C for all experiments. Negative polarity is used since the EOF is reversed. Sample injection was performed under Hydrodynamic injections of 50 mbar for 6 s followed by buffer injections of 50 mbar for 4 s. UV-vis signal detection was performed at 350 nm (20 nm bandwidth) with an indirect reference signal of 275 nm (10 nm bandwidth) and a runtime of 15 min. This procedure was based on Agilent's Forensic Anion Solution Kit procedure manual [21] .
Samples
All water samples (natural river waters, potable tap and well waters, and pre-and posttreatment wastewaters) were collected in BPA-free plastic gallon water containers and filtered through a 0.22 μm PES syringe filter. No further manipulation of water samples (i.e., dilution, concentration, pH adjustment, complexation, etc.) was performed so as to mimic natural water conditions during testing. A set of samples were stored at 4°C and another set of same samples were kept at approximately 20°C. Samples were tested within 2 weeks of collection. Water samples were obtained from water sources feeding areas of interest, mainly Raquette River system from Tupper Lake (TL), NY, to Potsdam, NY, as well as pre-and post-wastewater treatment (WWT) from the two villages. Tap and well waters from other local areas including Canton and Winthrop, NY, were also tested. 
Results and Discussion
Anion analysis of standard mixtures Figure 2 shows the electropherograms of (a) fourteen-anion standard mixture using the sodium or potassium salts of each inorganic anion, and lactic acid for the organic anion, lactate and (b) seven inorganic anion standard mixture from Agilent Technologies. The standard mix from Agilent consisted of inorganic anions commonly monitored in water (bromide, chloride, nitrite, nitrate, sulfate, fluoride, and phosphate). The additional seven anions in our standard mix include azide, arsenate, acetate, lactate, silicate and thiosulfate.
As can be seen in Figure 2 , the electropherograms of eluted anions from the two different sources are identical suggesting high reproducibility and robustness of the separation method. On the basis of CZE separation, bromide was the first ion out of the seven commonly monitored inorganic anions to elute followed by chloride, nitrite, nitrate, sulfate, fluoride, and then phosphate. Resolution between bromide and chloride can be improved by decreasing operating temperature to 20 °C, but was not necessary for detecting and quantifying the two anions in our tested samples. All seven ions eluted under 9 min. The detection of silicate found in the Agilent Anion Standard mix electropherogram (Figure 2b ) was the result of silicate being present in our DI water which was used to dilute the concentrated Agilent standard mix. The anions from our fourteen-anion standard mix migrated in the following order: bromide, chloride, thiosulfate, nitrite, nitrate, sulfate, azide, bicarbonate/carbonate, fluoride, arsenate, phosphate, acetate, lactate, and silicate, all eluting under 13 min.
To quantify the amount of detected anions in the water samples, a series of anion standards calibration curves were created ( Figure 3 ). The concentration of the standard anion solutions of bromide, chloride, nitrite, nitrate, sulfate, fluoride, acetate, silicate, phosphate, and bicarbonate/carbonate varied between 5 and 200 ppm. Only calibration curves for the ten anions detected in the water samples are being presented in Figure 3 . The goodness of the fit is determined from the coefficients of determination, R-squared (R 2 ), which ranged between 0.99817 and 1.00000 as displayed in Table 2 . Table 2 displays the values for the propagation of the detected anion standards calibration curves ( Figure 3 ). The curves were generated via amount in parts per million (ppm) by corrected area in milli-Absorbance Units (mAU). The corrected area was calculated by the area, which is absorbance x time (mAU × min), divided by migration time in min. All values for the calibration table, linear regression equations and subsequent calibration curves were auto-generated using the ChemStation program. The limits of detection (LOD) for all analytes were in the range of 3-5 ppm with 300 mbar pressure injection with a signal to noise ratio of 3.
Anions analysis from natural and wastewater sources
Natural water samples were obtained along the Raquette River watershed route, starting with Bog River Falls, the site closest upstream to the source (Blue Mountain Lake), following downstream as far north, heading toward the St. Lawrence River, as Potsdam, NY. The seven sites for which the electropherograms in Figure 4 are displayed (R1-R7) represent the watershed and wastewater sites analyzed in this study. All tested samples contained chloride, bicarbonate/carbonate, and silicate, and most samples contained sulfate. Arsenate, azide, bromide, lactate, and thiosulfate were not detected in any of the samples. The only anions detected in the natural water samples from Raquette River sites depicted in Figure 4 and located at the Crusher (R1), Carry Falls Reservoir (R4), and South Colton Reservoir (R5) were chloride, sulfate, bicarbonate/carbonate, and silicate. Acetate was detected in the wastewater in Tupper Lake (Figure 4, R2) but not in the wastewater in Potsdam (Figure 4 , R6) although it is used in the denitrification process in wastewater treatment solutions. Interestingly, nitrite and nitrate were both present in the wastewater effluent in Tupper Lake (R3), but not in Tupper Lake's wastewater influent (R2), whereas Potsdam's wastewater influent (R6) does contain nitrite and nitrate, but Potsdam's wastewater effluent (R7) shows no nitrite and an increase of nitrate. The peaks between acetate (8) and silicate (9) in sample R2 and phosphate (7) and silicate (9) in sample R5 in Figure 4 remained unidentified.
Potable water analysis
Potable water samples from taps and wells were obtained from various homes and institutions in and around Canton, Potsdam, Tupper Lake, and Brasher Falls-Winthrop, NY. All tap and well water samples contained chloride, sulfate, nitrate, bicarbonate/carbonate, and silicate ( Figures 5 and 6 ). Table 3 (Table 1 ). All tap water samples represented in Figure 5 (T1-T5 samples ) contained chloride, sulfate, silicate, and bicarbonate/carbonate with the two tap from Canton (T4 and T5) having the highest amount of bicarbonate/carbonate at 135 and 141 ppm, respectively. Furthermore, the two tap samples from Canton (T4 and T5) contained small amounts of nitrate (<5.0 ppm, Table 1 ) with sample T5 showing a small amount of phosphate (<5.0 ppm).
The well water samples obtained from homes in the Town of Canton (Figure 6 , W2) and village of Brasher-Falls/Winthrop (W3) areas had the highest bicarbonate/carbonate concentrations of all samples tested, 217 and 260 ppm, respectively. This is not remarkably unusual since the geologic region is known to produce hard water for those who have wells as their potable water source. Sulfate and carbonate, in combination with calcium and magnesium cause water hardness and is typically found in natural waters. Even these high concentrations of anions fall within normal levels as dictated by the EPA (Table 1) . Nitrate concentration at 11 ppm was detected in one well water sample in the Town of Canton, a level just over the EPA's MCL value. This rather high nitrate concentration could be due to either agricultural fertilizer run-off, given that many Northern New York communities (including Canton, NY) are dedicated to farming and agriculture, leaking from a septic tank/ sewer, natural deposits erosion, or any combination of the three. No bromide, thiosulfate, azide, arsenate, and lactate were detected in any of the water samples tested. However, a more systematic study involving hundreds of samples from older homes is needed to rule out the presence of any of these anions in the water supply.
Samples tested from the same sources stored at different temperatures, 4°C and 20°C, were not found to have significant differences in findings regarding detection or quantification.
Conclusions
Our study showed that capillary zone electrophoresis (CZE) with indirect UV detection is a sensitive, reliable, and suitable method for the determination of many inorganic and organic anions. The simple, fast and cheap sample preparation method makes CZE an attractive tool for the detection and quantification of several anions present in wastewaters, natural waters, and potable waters including tap and well waters. Under our experimental conditions, all tested anions eluted within 12 min with excellent linearity and reproducibility. There were no significant differences in results from the water samples stored in 4°C versus same samples stored at 20°C. The concentrations of tested EPA regulated anions were found to be within acceptable limits although the presence of fluoride in some of the water samples tested is a concern and high levels of bicarbonate/carbonate or sulfate in combination with calcium and magnesium contribute to water hardness. An acute health concern at certain levels of exposure. Raw data for the anion standards calibration curves with migration times. 
